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Background: Analysis of folic acid (FA) is not an easy task because of its presence in lower concentrations, its lower
stability under acidic conditions, and its sensitiveness against light and high temperature. The present study is
concerned with the development and validation of an automated environmentally friendly pre-column
derivatization combined by solid-phase enrichment (SPEn) to determine low levels of FA.
Results: Cerium (IV) trihydroxyhydroperoxide (CTH) as a packed oxidant reactor has been used for oxidative
cleavage of FA into highly fluorescent product, 2-amino-4-hydroxypteridine-6-carboxylic acid. FA was injected into a
carrier stream of 0.04 M phosphate buffer, pH 3.4 at a flow-rate of 0.25 mL/min. The sample zone containing the
analyte was passed through the CTH reactor thermostated at 40°C, and the fluorescent product was trapped and
enriched on a head of small ODS column (10 mm x 4.6 mm i.d., 5 μm particle size). The enriched product was then
back-flush eluted by column-switching from the small ODS column to the detector with a greener mobile phase
consisting of ethanol and phosphate buffer (0.04M, pH 3.4) in the ratio of 5:95 (v/v). The eluent was monitored
fluorimetrically at emission and excitation wavelengths of 463 and 367 nm, respectively. The calibration graph was
linear over concentrations of FA in the range of 1.25-50 ng/mL, with a detection limit of 0.49 ng/mL.
Conclusion: A new simple and sensitive green analytical procedure including on-line pre-column derivatization
combined by SPEn has been developed for the routine quality control and dosage form assay of FA at very low
concentration level. The method was a powerful analytical technique that had excellent sensitivity, sufficient
accuracy and required relatively simple and inexpensive instrumentation.
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Fluorescence detectionBackground
Folic acid (FA) (N(4-((2-amino-l,4-di-hydro-4-oxo-6-pteri-
dinylmethyl)amino)-benzoyl)-L-glutamic acid) (Figure 1),
which occurs naturally in cereals, is essential in humans.
FA plays a major role in the synthesis of red blood cells, in
the formation of RNA and DNA, in the development
of tissues and the brain of the fetus and the growth
of a baby [1].* Correspondence: emara_miu@yahoo.com
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reproduction in any medium, provided the orSeveral analytical methods have been developed for
the determination of FA, including spectrophotometry
[2,3], fluorimetry [4-7], chemiluminescence [8], enzyme
assay [9], capillary electrophoresis [10,11] and high-per-
formance liquid chromatography (HPLC) [12-14]. The
United State Pharmacopoeia for the determination of FA
is based on HPLC with UV detection at 254 nm [15].
In recent years, more strict regulation related to the
quality control of pharmaceuticals led to increasing de-
mands on automation of the analytical assays carried out
in appropriate control laboratories. The flow injection
analysis (FIA) technique became a versatile instrumentalal Ltd. This is an Open Access article distributed under the terms of the Creative
commons.org/licenses/by/2.0), which permits unrestricted use, distribution, and













































Figure 1 Structures of the investigated compounds.
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automation in pharmaceutical analysis due to its simpli-
city, low cost and relatively short analysis time. A survey
of the literatures reveled that there are few FIA methods
for the determination of FA in pharmaceutical formu-
lations. Chemiluminescence (CL) FIA assay for FA has
been reported [16]. The CL system was based on inhib-
ition of the chemiluminescent reaction of ferricyanide
and luminol by FA in alkaline medium. Ferricyanide and
luminol have also been immobilized on an anion-excha-
nge column in FIA and used for CL inhibition assay of
FA [17]. Wang et al., [18] performed an analysis of FA
by FIA with fluorescence detection using ferricyanide so-
lution in alkaline sodium hydroxide and methanol. Lead
dioxide solid-phase reactor incorporated into FIA mani-
fold for oxidation of FA into a fluorescent derivative has
been employed to determine the analyte in pharmaceuti-
cals [19]. A CL method for the determination of FA by
the sodium hypochlorite and semicarbazide hydrochloride
system with a FIA technique has been reported [20]. Re-
cently, Zhao and co-workers have reported a CL-emitting
reaction between potassium tetrabromoaurate (III) and
luminol in alkaline medium. This reaction has been incor-
porated with FIA and off-line solid-phase extraction for
the determination of FA [21].
Determination of low levels of drugs is an important
issue in quality control of pharmaceuticals. Appropriate
selection of pre-concentration method for on-line sam-
ple processing and suitable detection allows the develop-
ment of FIA methods for such analysis. In addition, thepotential to develop green analytical procedures is inhe-
rent to flow analysis, and changes in system design as
well as the exploitation of new flow approaches have led
to ingenious alternatives to minimize reagent consump-
tion and waste generation without hindering analytical
performance. Therefore, our study was involved in a
research effort aiming to develop and validate a green
analytical procedure including on-line derivatization com-
bined by column switching with ODS small column for
solid-phase enrichment (SPEn) to determine FA. The me-
thod was based on oxidative cleavage of FA into highly
fluorescent 2-amino-4-hydroxypteridine-6-carboxylic acid
(Figure 1) using a packed reactor of cerium (IV) trihy-
droxyhydroperoxide (CTH) and the reaction product was
enriched on small column. The trapped fluorescent de-
rivative was back-flush eluted to fluorescence detector
with an environmentally friendly mobile phase consisting
of phosphate buffer and ethanol. High reagent consump-
tion is the main disadvantage of all continuous FIA sys-
tems [16-21], which use the reagent continuously even
when no sample is present in the apparatus. In the present
work, the packed reactor avoids this uneconomical ap-
proach in such a way that the sample zone meets the
CTH reactor in a controlled manner while the rest of the
system is filled with 0.04 M phosphate buffer, pH 3.4.
Also, simplifications of manifold and improved mixing
conditions are provided by the CTH packed reactor. Ac-
cording to previous studies with methotrexate, CTH solid
reactor has been selected for derivatization of FA be-
cause this reagent showed good reproducible results [22].
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manifold in the present work provides enhanced sensitiv-
ity over 20 times, that makes FIA-SPEn strategy promising
for determination of FA in pharmaceutical formulation
down to a level of 0.49 ng/mL.
Experimental
Instrumentation
A single line FIA-SPEn manifold, illustrated in Figure 2,
consisted of two solvent delivery pumps (Agilent 1100
Series Iso pump G1310A). One was used to deliver the
carrier solution at a flow-rate of 0.25 mL/min and the
other delivered the isocratic mobile phase at a flow-rate
of 1 mL/min. This system was equipped with two col-
umns; one was a short (70 × 4.6 mm i.d.) CTH packed
oxidant column for oxidative-cleavage of FA into highly
fluorescent product and the other was a small TSK gel
ODS-80 TM column (10 × 4.6 mm i.d., 5 μm particle
size) for pre-concentration of the fluorescent product. A
model 7125 sample injection valve (400 μL) and a model
7010 flow direction switching valve were applied to load
the sample onto the CTH packed oxidant, to facilitate
oxidative cleavage of FA into highly fluorescence pro-
duct and to elute the enriched analyte in a back-flush
elution mode to the detector, respectively (Rheodyne,
Berkeley, CA, USA). The eluent was monitored by a fluo-
rescence detector, (Agilent 1200 series, G1321A) set at an
excitation wavelength of 367 nm and an emission wave-
length of 463 nm. Data acquisition was performed on
Agilent LC ChemStation software. The ODS column tem-









Figure 2 Schematic diagram of on-line-SPEn coupled to packed react
system in initial position, ready for sample injection, derivatization an
(B) (S.V.: switching valve).Reagents and chemicals
FA (99.81% purity) was obtained from Kyowa Hakki
(Tokyo, Japan). The present FIA method was applied to
the determination of FA in its pharmaceutical formu-
lations: FA tablet (Batch No. 940111) was manufactured
by Mepaco Medifood Enshas, Sharkeya, Egypt. Each tab-
let was claimed to contain 5,000 μg of FA. The ethanol
was HPLC grade (BDH, Poole, UK). Distilled water was
used for the preparation of all reagents and solutions.
Potassium dihydrogen phosphate, ortho-phosphoric, so-
dium hydroxide, hydrochloric acid, chloroform and iso-
propyl alcohol were analytical grades. TSK gel ODS-80
TM (5 μm) was from Tosoh Corporation (Tokyo, Japan).
Mobile phases
Two different mobile phases were employed in the assay
procedure. One was 0.04 M phosphate buffer, pH 3.4
which was used as a carrier stream (MI) to deliver the
sample to the CTH packed oxidant in the oxidation step.
The other was an isocratic solvent system (MII) consis-
ting of ethanol and phosphate buffer (0.04 M, pH 3.4)
(5:95 v/v) and used to elute the enriched fluorescent
product in a back-flushed mode from the head of the
small ODS column to the fluorescence detector. All mo-
bile phases were freshly prepared on the day of use, fil-
tered through 0.45 μm filters and degassed ultrasonically
under vacuum.
Preparation of ODS and CTH columns
The ODS (5 μm TSK gel ODS-80 TM) and CTH pack-
ing materials were suspended in chloroform and isopro-








on and enrichment step
or FIA for the analysis of FA in pharmaceutical formulations: the
d enrichment step (A); the back-flush elution and detection step
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10 min. A stainless-steel cylinder (100 × 4.6 mm i.d.) was
used as a reservoir for the packing materials. This reser-
voir was connected to a short column (10 × 4.6 mm i.d.)
for ODS materials and another column (70 × 4.6 mm i.d.)
for CTH packed oxidant. The suspended ODS and CTH
supplied from the reservoir were packed into the cor-
responding columns with the aid of an HPLC pump at
flow-rate of 5 mL/min with ethanol as a purge solvent
(10 min). Pumping must continue until a constant pres-
sure is reached. The cylinder was then disconnected and a
mixture of ethanol and distilled-deionized water (1:1) was
passed through the columns at a flow-rate of 1 mL/min
for a further 10 min. The columns were then equilibrated
with of 0.04 M phosphate buffer (0.04 M, pH 3.4) at a
flow-rate of 1 mL/min for 30 min.
General procedure
A 400 μL aliquot of FA sample was loaded into the in-
jection valve and then injected into MI. The moving
zone of FA passed through the CTH packed reactor at a
flow-rate of 0.25 mL/min (pump I). The oxidative cleav-
age of FA occurs during the flow of MI containing the
drug through the CTH column. Pre-concentration was
performed by means of the flow of the fluorescent pro-
duct from the packed oxidant column to the short ODS
column head. After 4 min the valve was switched into
position B (Figure 2). At this position, the MII could
pass through the ODS column, where the fluorescent
product was eluted in a back-flush mode to the detector.
The flow-rate was maintained at 1 mL/min and the fluor-
escence intensity of the eluting compound was monitored
at emission and excitation wavelengths of 463 and 367 nm,
respectively. At 5 min after injection, the valve was swit-
ched into position A.
Standard solution and calibration
FA (2.5 mg) was transferred to a 200 mL conical flask
together with 150 mL distilled water. To promote the
solution of FA, two drops of 1 M NaOH were added.
Immediately after solvation, pH was adjusted to 7–8
with 0.1 M hydrochloric acid and quantitatively trans-
ferred to a 250 mL calibrated flask and made up to 250
mL with distilled water to produce stock standard solu-
tion of 10 μg/mL. A known volume of the stock stand-
ard solution was diluted with the same solvent to obtain
a concentration of 1 μg/mL FA (solution A). The stand-
ard solutions for calibration were prepared daily by serial
dilutions of appropriate volumes of solution A to produce
FA standard solutions in the concentration range of
1.25-50 ng/mL. An aliquot of 400 μL was analyzed for FA
according to the proposed procedure. The stock standard
solutions of FA were stored in a dark flask at −20°C and
were found to be stable for at least one month. Thestandard solutions for calibration were freshly prepared
and stored in a dark flask at 5°C during use.
Determination of FA in tablets
A total of 20 tablets containing FA as the active ingredi-
ent were weighed and powdered. A portion of the pow-
der equivalent to 2.5 mg of FA was accurately weighed
and transferred to a 200 mL conical flask with 150 mL
distilled water. Two drops of 1 M NaOH were added, and
the resulting solution was sonicated for 30 min. pH was
adjusted to 7–8 with 0.1 M hydrochloric acid and the so-
lution was quantitatively transferred to a 250 ml calibrated
flask and completed to a 250 mL with distilled water to
produce stock standard solution of 10 μg/mL; it was then
filtered through a 0.45 μm membrane filter. The first por-
tion of the filtrate was discarded and the remainder was
used as a stock sample solution (Solution A, 10 μg/mL).
A known volume of solution A was diluted quantita-
tively with distilled water to obtain a concentration of
20 ng/mL FA. An aliquot of 400 μL was analyzed for FA
according to the proposed procedure. The sample solution
was stored in a dark flask at 5°C during use.
Result and discussion
The use of a packed reactor, in the described FIA-SPEn
assembly, as an alternative to existing reagent solutions
for the determination of FA was dependent on opti-
mization of the system to achieve the maximum detector
response. On the basis of experimental results, it could
be stated that the pH, concentration and flow rate of
carrier stream, sample volume and packed reactor tem-
perature were the key parameter to improve derivatiza-
tion step (position A). The other parameters optimized
were: pH and buffer concentration as well as concentra-
tion of ethanol used as organic modifier in the elution step
(position B).
Effect of pH and concentration of carrier stream
Carrier stream pH is a very important chemical param-
eter that has to be investigated. The correct adjustment
of this variable is necessary to improve the reaction com-
pleteness between the analyte and CTH packed reactor.
The influence of this parameter on the analytical signal
was studied in the pH range of 2.8-5 using 0.04 M phos-
phate buffer at a flow rate of 0.25 mL/min and packed re-
actor temperature of 40°C. The analytical signal reaches
its maximum value in the narrow range of pH 3.2-3.6
(Figure 3). At pH < 3.0, a low signal response was observed
which might suggest the decomposition of the peroxy
groups of the CTH materials, whereas at pH > 3.8, the de-
tector signals was decreased abruptly probably due to the
low CTH reactor efficiency which reduces drastically the





























Figure 3 Effect of pH of carrier stream on the reaction
efficiency of CTH packed reactor using 0.04 M phosphate
buffer at a flow rate of 0.25 mL/min and packed reactor of
temperature 40°C.
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lected as the optimum carrier stream.
To find out the suitable salt concentration, phosphate
buffer (pH 3.4) of concentrations varying from 0.02 to
0.1 M were examined at a flow rate of 0.25 mL/min and
packed reactor temperature of 40°C. Best analytical signals
were verified within the concentration range 0.02-0.05 M
(Figure 4). Above this range, the peak area that corres-
ponds to the analyte was significantly decreased probably































Figure 4 Effect of phosphate buffer concentration on the
reaction efficiency of CTH- packed reactor using pH 3.4 a at
flow rate of 0.25 mL/min and packed reactor temperature
of 40°C.intensity. Although, 0.02 M phosphate buffer showed
slight improvement of signal intensity, 0.04 M was cho-
sen as a compromise between detector response and
precision.
Effect of the flow rate
The reaction of CTH packed reactor with FA was highly
influenced by the flow-rate of carrier stream. To achieve
a substantial enhancement of the detector response, the
effect of flow-rate on the fluorescent intensity of FA was
investigated in the range of 0.25-2.5 mL/min using phos-
phate buffer (0.04 M, pH 3.4) as a carrier stream and
packed reactor temperature of 40°C. Higher flow-rate
could cause shorter residence time (reaction time) and
incomplete reaction for the target analyte with CTH. On
the other hand, lower flow-rate could cause higher dis-
persion of sample zone over a wider area of the solid
CTH and the reaction was proceeded sufficiently. Unlike
previously reported assay using the conventional packed
reactor FIA approach [22], a lower flow-rate was justi-
fied in the present work for the determination of FA be-
cause peak enrichment could be achieved on the top of
the small ODS column. As far as the oxidation reaction
proceeded, 2-amino-4-hydroxypteridine-6-carboxylic acid
could be accumulated on the top of the ODS column with
a zone width almost independent on the flow-rate. A
compromise between analytical signal and sample fre-
quency was established by choosing a working flow-rate
of 0.25 mL/min. However, it should be taken into account
that flow-rate less than 0.25 mL/min reduces the sampling
frequency.
Effect of temperature
The effect of temperature, for the oxidative cleavage of
FA with CTH packed reactor, was examined by thermo-
stating the packed reactor in the range from 25 to 65°C
using phosphate buffer (0.04 M, pH 3.4) as a carrier
stream at a flow-rate of 0.25 mL/min. The results sho-
wed that the reaction of FA with CTH could be pro-
ceeded at room temperature (25°C) while the detector
response quickly increased along with an increase in the
temperature, which might mean that high tempera-
ture accelerates the oxidation reaction of FA with CTH
(Figure 5). It was observed that heating above 45°C
resulted in an increase of column pressure and showed
a generally drastic effect on the CTH packed oxidant life
span. Considering the effective reaction temperature and
the packed oxidant limitations, 40°C was selected as the
optimum value because under this condition good sensi-
tivity and reproducibility were achieved.
As a result, the optimal oxidation reaction efficiency
of the CTH packed reactor could be achieved by using
0.04 M phosphate buffer, pH 3.4 at a flow-rate of































Figure 5 Effect of temperature on the reaction efficiency of
CTH-packed reactor using phosphate buffer (0.04 M, pH 3.4) as
a carrier stream at a flow rate of 0.25 mL/min.
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One of the advantages of on-line SPEn is the potential
increase in the sensitivity by increasing the sample vol-
ume used for analysis of FA due to the pre-concen-
tration of a higher amount of fluorescent product on a
head of small ODS column before detection. Therefore,
choosing an appropriate sample size has a large effect on
the ability to detect and quantify FA at lower levels. Dif-
ferent injection volumes (50–500 μL) were tested to in-
troduce decreasing concentration of FA. The efficiency
of enrichment for fluorescent product was evaluated on
the basis of the linearity of calibration curve constructed
over sample volumes (50-400μL, at 50 μL interval). It
was found that, the CTH packed oxidant could tolerate
large volumes of FA standard solution and the linear re-
lationship between the peak area and the injected vol-
umes was observed over the range of 50–400 μL sample
volume. The regression equation for the influence of the
sample volume on the analytical signal in this range was
Y = 0.1878V + 0.4610 (r = 0.9992), where Y is the peak
area and V denotes the loaded volume in μL of FA. If
too large a sample volume is used (more than 400 μL),
then the linearity between the peak area and concentra-
tion of FA will be disturbed because a long residence
time was found necessary to get reproducible results
upon using larger volumes. Accordingly, sample volume
of 400 μL FA sample was selected as a compromise bet-
ween the sensitivity and accuracy.
Breakthrough study of ODS small column
Insertion of a small ODS column in the FIA manifold is
very useful for enrichment of the analyte before detec-
tion. For optimal on-line pre-concentration conditions,with respect to band broadening, the retention of the
fluorescent product should be high at enrichment mode
and low at elution mode. In the present investigation,
TSK gel ODS-80 TM silica was chosen to be suitable
packing materials for the preparation of easily replace-
able short column (10 × 4.6 mm i.d., 5 μm particle size).
A breakthrough study was performed by injecting 400 μL
sample containing FA (20 ng/mL) onto the CTH column,
by means of MI. Increasing volume of MI was pumped
through the column, before the switching valve was swit-
ched to position (B) and the trapped product was brought
to the fluorescence detector with the analytical mobile
phase (MII). The results indicated that, with up to 10 mL
of phosphate buffer (0.04 M, pH 3.4), the recovery of the
drug was above 99%, which clearly showed that there was
no risk of losing FA during the enrichment step.
Optimization of the back-flush elution step
In the elution step (position B) (Figure 2), the trapped
fluorescent product was back-flush eluted by column-
switching from the ODS column using MII. Thus, the
time needed to elute the fluorescent product from the
ODS column and to transfer it to the detector was tes-
ted. For this reason, we have studied the influence of pH,
buffer and ethanol concentrations on the retention behav-
ior of the fluorescent product. A green mobile phase con-
sisting of ethanol and phosphate buffer (0.04M, pH 3.4) in
the ratio of 5:95 (v/v) was chosen as a good elution mobile
phase (MII). Due to the elution strength of MII, a time
period of less than 1 min was sufficient to perform the
complete transfer of fluorescent product from the head of
a short ODS column (10 × 4.6 mm i.d.) to the detector. By
this means, much faster analysis was possible and the




Calibration curve was constructed by plotting the mea-
sured peak area of FA versus concentration over the con-
centration range of 1.25-50 ng/mL. Each concentration
was repeated three times; this approach provided informa-
tion on the variation in peak area values between samples
of same concentration. The linearity of the calibration
curve was validated by the high value of the correlation
coefficient (0.9997). The equation for the best-fit straight
line was determined by the linear regression analysis as
Y = a + bC, where Y is the peak area and C denotes the
concentration in ng/mL of FA. Characteristic parameters
of the linear calibration curve are shown in Table 1. Dia-
gram chart of experimental peaks at different concentra-
tion of standard solutions and calibration curve (inset) for
on-line pre-column derivatization combined by SPEn to
determine FA is shown in Figure 6. The limit of detection
Table 1 Linearity parameters and intra- and inter-day validation of the method to determine FA in freshly prepared
tablets
Linearity parameters a Concentration
(ng/mL)
Intra-assay Intra-assay
Calibration range (ng/mL) 1.25-50 Mean recovery b (% ± RSD) Mean recovery b (% ± RSD)
Detection limit (ng/mL) 0.49 5 98.88 ± 0.62 98.45 ± 0.81
Slope (b) 1.4317 15 99.15 ± 0.34 99.01 ± 0.44
Standard error of the slope 0.0094 30 99.27 ± 0.44 99.13 ± 0.53
Intercept (a) 0.3517 45 99.14 ± 0.51 98.92 ± 0.59
Standard error of the intercept 0.2319 Average
Correlation coefficient (r2) 0.9997 99.11 ± 0.48 98.88 ± 0.59
a Y = a + bC, where C is the concentration of FA in ng/mL and Y is the peak area.
b Values are mean of five determinations.
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validation of analytical procedures [23] and was found to
be 0.49 ng/mL (Table 1).
Precision and accuracy
The precision of the analytical procedure was determined

























































Figure 6 Diagram chart and calibration curve (inset) for on-line pre-c
concentration range of 1.25-50 ng/mL. Experimental conditions: phosph
reactor temperature of 40°C in derivatization and enrichment step; mobile
the ratio of 5:95 (v/v) at a flow-rate of 1 mL/min for back-flush elution stepthe relative standard deviation (RSD%) of the mean mea-
sured concentration. Repeatability (intra-day RSD, n = 5)
and reproducibility (inter-day RSD, n = 5) was excellent
being in the ranges of 0.34-0.62% and 0.44-0.81%, respect-
ively. Repeatability and reproducibility of FA samples with
high and low concentration levels were below 1.00%, indi-








olumn derivatization combined by SPEn to determine FA over the
ate buffer (0.04M, pH 3.4) at a flow-rate of 0.25 mL/min and CTH
phase consisting of ethanol and phosphate buffer (0.04M, pH 3.4) in
.
Table 2 Determination of FA in commercial formulation
by the proposed and official methods
Concentration
(20 ng/mL)
Recovery % a ( ± RSD)
Proposed method Official method
Tablets 99.31 ± 0.30 99.56 ± 0.23
t- 0.29 (2.30) b
F- 1.74 (6.38) b
Recoveryc (%, ± RSD) 99.24 ± 0.34
a Mean Recovery % and RSD for five determinations.
b Theoretical values for t- and F-.
c For standard addition of 50% of the nominal content.
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termining analytical recovery. Recoveries for all real sam-
ples were in the range of 99.27–98.88% for intra-day and
99.13–98.45% for inter-day studies. The average recovery
values were 99.11 and 98.88% with RSD values of 0.48 and
0.59% for intra- and inter-assay precision, respectively
(Table 1). These good recovery values and low RSD values
revealed the high accuracy and precisions, of on-line deri-
vatization-SPEn strategy, respectively.
Column lifetime
The column lifetime, in terms of its ability to quantita-
tively derivatize FA to give highly fluorescent product,
was investigated as a function of the volume of samples
(20 ng/mL, FA) injected onto the CTH-packed reactor
using phosphate buffer (0.04M, pH 3.4) as a carrier stream
at a flow-rate of 0.25 mL/min and packed reactor tem-
perature of 40°C. It was found that this solid reactor could
successfully be used for loading 100 mL samples. Increas-
ing the injection volumes above this level led to a decrease
in sensitivity and an increase of the column back pressure
with final clogging. Accordingly, a CTH column should
be renewed when it shows excessive backpressure or lo-
wer efficiency. Repetitive injections of 400 μL of FA
(20 ng/mL), five times, each under continuous operation
for 8 h every day over a period of 14 days, was conducted.
It was found that the CTH column retained 99.15% of its
efficiency over this period, after which a gradual pressure
build-up at the head of the column was observed. The day
to-day relative standard deviation for FA was found to be
less than 4%.
Interferences
To examine the selectivity of the proposed FIA-SPEn
method, the effect of common excipients normally used
in pharmaceutical formulations was studied. Solutions
containing FA (20 ng/mL) in the presence of more than
100 folds of common additives such as magnesium stea-
rate, sodium benzoate, xanthan gum, iron (II) sulphate,
corn starch, lactose and sucrose were prepared. The un-
dissolved materials were filtered off before injection. No
significant changes were observed on the results and re-
coveries in the range of 99.18 - 99.32% were obtained in
all cases.
Practical applications of the proposed method
FA in commercial pharmaceutical formulations was de-
termined by the proposed FIA-SPEn method and official
USP method [15]. The results obtained by the FIA-SPEn
procedure were in good agreement with those obtained
by the official method (Table 2). The accuracy and pre-
cision of the developed method were further judged by
applying t- and F-test at 95% confidence level. The expe-
rimental t- and F- values did not exceed the theoreticalvalues, which support the similar accuracy and precision
of the proposed and official methods (Table 2). The ac-
curacy of the analytical method was also checked by
standard addition method, which applied by adding drug
standard to previously analyzed tablets. The accuracy
shows that the derivatization procedure developed for
the determination of FA can be considered as accurate
within the concentration range investigated (Table 2).
Mean value is very close to the theoretical concentration,
showing method % recovery of 99.24 and RSD of ± 0.34.
These results indicate that the effects of the common
additives and ingredients of the pharmaceutical formula-
tions do not interfere with the determination of FA.
The proposed on-line derivatization-SPEn strategy is
superior to other published FIA methods with respect to
simplicity and sensitivity. The linearity range and de-
tection limit were the parameters used to compare the
sensitivity of the proposed method with the other repor-
ted FIA methods. The lowest reported linearity ran-
ges (ng/ mL) of FA were found to be 10–15000 [17],
100–21000 [16], 8–2500 [19], 100–50000 [20] and
250–8000 [18], while the lowest detection limits (ng/mL)
were 3.5 [17], 30 [16], 0.1 [19], 27 [20] and 130 [18]. In the
developed method, the calibration plot showed excellent
linearity with correlation coefficients of 0.9997 over the
range from 1.25 to 50 ng/mL. The corresponding detec-
tion limit of FA was found to be 0.49 ng/mL. Although
the detection limit of FA is higher than that reported by
Zhao et al., (0.02 ng/mL) [21], the developed method has
the advantages of simplicity and convenience. Intensive
sample cleanup and enrichment by off line solid-phase ex-
traction using cyclohexane followed by methanol and then
distilled water was necessary to achieve the required se-
lectivity and sensitivity in the reported method [21]. The
sample cleanup procedure limited the ultimate perform-
ance of this method, especially with regard to ruggedness
and reliability. Whereas, the implementation of on-line
SPEn with FIA-manifold appears as a useful alternative to
greatly decrease reagent consumption and the system
is simplified with fewer junctions for mixing of rea-
gents, sample and carrier streams. In addition, compared
with the reported FIA method [19] for FA, the proposed
Emara et al. Chemistry Central Journal 2012, 6:155 Page 9 of 10
http://journal.chemistrycentral.com/content/6/1/155procedure is worthy contributed to the existing environ-
mentally friendly analytical chemistry due to reducing
or elimination of the use and generation of hazardous
substances.
Robustness
To determine robustness of the proposed method, ex-
perimental conditions such as flow-rate, pH and concen-
tration of the buffer solution used as a carrier stream,
packed reactor temperature and organic content of the
mobile phase were purposely altered and the detector
responses were evaluated. Variation of each parameter
by ±2% did not have a significant effect on the detector
response.
Conclusion
In this study, a green on-line derivatization-SPEn strat-
egy using a packed oxidant reactor of CTH and a small
ODS column has been developed for the first time to de-
termine low levels of FA. The method was based on oxi-
dative cleavage of FA into highly fluorescence product,
2-amino-4-hydroxypteridine-6-carboxylic acid followed
by pre-concentration of the derivative on the head of
the small column before detection. The high robustness
of pre-column derivatization, good reproducibility, and
simplicity made this method ideal for the routine quality
control and dosage form assay of FA. Moreover, the pro-
posed method was clearly superior in terms of sensiti-
vity, which is particularly important in trace analysis
when processing pharmaceutical samples. The applicabi-
lity of the method was evaluated by the determination of
FA in pharmaceutical formulations. Common excipients
used as additives in pharmaceutical preparations did not
interfere.
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